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ABSTRACT
Ultrasound has become highly popular to monitor atherosclerosis, by scanning the carotid artery. The screening
involves measuring the thickness of the vessel wall and diameter of the lumen. An automatic segmentation
of the vessel lumen, can enable the determination of lumen diameter. This paper presents a fully automatic
segmentation algorithm, for robustly segmenting the vessel lumen in longitudinal B-mode ultrasound images.
The automatic segmentation is performed using a combination of B-mode and power Doppler images. The
proposed algorithm includes a series of preprocessing steps, and performs a vessel segmentation by use of the
marker-controlled watershed transform. The ultrasound images used in the study were acquired using the bk3000
ultrasound scanner (BK Ultrasound, Herlev, Denmark) with two transducers ”8L2 Linear” and ”10L2w Wide
Linear” (BK Ultrasound, Herlev, Denmark). The algorithm was evaluated empirically and applied to a dataset
of in-vivo 1770 images recorded from 8 healthy subjects. The segmentation results were compared to manual
delineation performed by two experienced users. The results showed a sensitivity and specificity of 90.41± 11.2 %
and 97.93± 5.7 % (mean ± standard deviation), respectively. The amount of overlap of segmentation and manual
segmentation, was measured by the Dice similarity coefficient, which was 91.25± 11.6 %. The empirical results
demonstrated the feasibility of segmenting the vessel lumen in ultrasound scans using a fully automatic algorithm.
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1. INTRODUCTION
Cardiovascular disease (CVD) is one of the main causes of death worldwide. CVD is typically associated with
atherosclerosis, which is the thickening/degeneration of vessel walls.1 B-mode ultrasound images are widely used
in clinical practice to monitor atherosclerotic progression. Early detection of atherosclerosis enables prophylactic
treatment, which reduces the risk of developing serious injuries.2,1 Clinical screening procedures for atherosclerosis,
involve scanning of the common carotid artery (CCA). Two of the primary screening variables are the diameter of
the CCA lumen and the intimia-media thickness (IMT).3 These have created the motivation for developing semi-
and fully automatic methods for segmenting the vessel lumen. This paper presents a novel approach for automatic
segmentation of the vessel lumen, based on the marker-controlled watershed transform.4 The segmentation
of vessels is an already established field. Existing methods are based on B-mode ultrasound scans alone,56 or
in combination with contrast-enhanced ultrasound images.7 The novel method proposed in this article uses a
combination of B-mode ultrasound images, and flow information in the form of power Doppler images. The
remainder of this paper is organized as follows. Section 2 describes the proposed algorithm. Section 3 presents
the in-vivo results with a following discussion. Section 4 concludes the paper and provides perspective for the
future work.
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2. MATERIALS AND METHODS
The purpose of the proposed algorithm is to segment the vessel lumen in ultrasound images using both B-mode and
power Doppler images. The underlying segmentation method of the proposed algorithm is the marker-controlled
watershed transform.4 The algorithm can be divided into four distinct steps, which are explained in this section.
The first step is a pre-processing step in which the image is cropped to the region of interest, speckle noise is
decreased and contrast between the vessel lumen and walls is increased. The second step creates a set of markers
from which the watershed transform is initiated. The third step computes the marker-controlled watershed
transform. The last step selects and refines regions associated with the vessel lumen. The steps will be illustrated
using two different views, namely the CCA and the femoral artery bifurcation (FAB).
2.1 Step 1. Preprocessing of B-mode image
The preprocessing of the B-mode image has three objectives: to crop the image, decrease speckle noise, and
enhance the vessel boundary. The image is cropped to remove dark shadow regions, thereby reducing the
computational load.5 The image is binarized using a morphological opening followed by an intensity threshold,
which can be seen in Fig. 1b. The position of the first and last white pixel is found, along the lateral and axial
axis. The image is cropped using these pixel indices as seen in (Fig. 1c).
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Figure 1: Illustration of image cropping process. The image is cropped to 76% of the original size. (a) Original
B-mode image. (b) Binarized B-mode image, with cropping border in red. (c) B-mode image with cropping border
superimposed.
The images presented throughout the rest of the article are cropped according to the illustrated process above.
The B-mode image is filtered with a 2-D Wiener filter8 to remove speckle noise and avoid over-segmentation.
The 2-D wiener filter is an adaptive noise removal filter, which estimates the noise in the image, by use of local
neighborhood statistics. The vessel boundaries are highlighted to increase the contrast between vessel lumen and
vessel wall. This is achieved with morphologic reconstruction by opening and closing.9
The brightest interface encountered in vessel images is usually between the vessel wall and the vessel lumen, since
this is where the largest change in acoustic impedance occurs. In some cases, parts of the vessel wall will not be
visible, because of angle dependency. The proposed algorithm uses an edge connecting method to resolve this
issue. The edges in the images are found initially using a canny filter.10 These edges are connected using two
constraints. Firstly, the euclidean pixel distance between the end points should be less than a threshold, which is
based on the image size. Secondly, the orientation of the edges should not be the same. The connected edges are
then enlarged using morphological dilation. The edges are added to the morphologically reconstructed B-mode
images (see Fig. 2).
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Figure 2: Examples of pre-processed B-mode images. Left: CCA. Right: FAB.
2.2 Step 2. Generation of markers
Beucher4 showed that initiating the watershed transform from a predefined set of markers, highly reduces the
computational load and over-segmentation in gradient images. The proposed algorithm generates a marker image,
consisting of two sets of markers, one set within the vessel lumen, and the other in the neighboring tissue. The
inner and outer markers enables the marker-controlled watershed to separate the vessel lumen from surrounding
tissue. The flow information from the power Doppler images are used to generate the inner markers. A total of
81 frames of the power Doppler images, containing at least one cardiac cycle, are averaged for every B-mode
image to compensate for the pulsating flow (see Fig. 3a). The inner markers are generated by computing the
center-line of the averaged power Doppler images. Calculating the center-line is the process of thinning out a
binary image to a spine of a one pixel width.
The outer markers are generated by thresholding the B-mode image, to select pixels with high intensity, producing
a binary image. Following this, the binary image is multiplied with the inverse power Doppler image to remove
outer markers within the vessel lumen. The complete marker images are shown in Fig. 3b with the inner and
outer markers in orange and blue colors, respectively.
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Figure 3: Examples of marker images. Top: CCA. Bottom: FAB. (a) Average of 81 power Doppler images
superimposed on the B-mode images. (b) Marker images. Orange and blue colors represent the inner and outer
markers, respectively.
2.3 Step 3. Marker-controlled watershed transform
The marker-controlled watershed transform partitions the image by ”flooding” from a predefined set of markers.
Ideally, one or more of the regions initiated from the inner markers, correspond to the vessel lumen. The watershed
transform is applied to the preprocessed B-mode image with respect to its corresponding marker image. The
resulting image is partitioned into regions. Fig. 4a shows the result of the watershed transform applied to Fig. 2
with markers from Fig. 3b. The transform produces a set of regions that segments the image. The regions are
selected if they satisfy a set of constraints, described in the next step.
2.4 Step 4. Region selection and refinement
The regions associated with the vessel lumen are selected from the segmentation result (see Fig. 4a) using two
constraints. First, the regions have to contain a certain amount of flow, based on a set threshold. Second, the
mean and standard deviation of the pixel intensity values inside the region should be below a set threshold. The
second constraint ensures that the selected regions possess a low homogeneous intensity, as the vessel lumen.
The selected regions are refined by removing pixels with very high intensity. This is followed by morphological
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closing and opening. The result of this can be seen in Fig. 4b. The final segmentation is the result of a
co-registration of 7 time-adjacent segmentations. The co-registration is performed by excluding pixels that are
not present in at least 6 of these 7 time-adjacent segmentations. This minimizes the segmentation error, if the
majority of the segmentations are correct. The selection and refinement of the regions seen in Fig. 4a results in
the images seen in Fig. 4c.
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Figure 4: Example of images generated in the marker-controlled watershed transform, the region selection and
region refinement. Top: CCA. Bottom: FAB. (a) Watershed transform applied to Fig. 2 with markers seen in Fig.
3b. (b) Selected and refined regions. (c) Final segmentation after co-registration.
3. RESULTS AND DISCUSSION
The proposed algorithm was applied to in-vivo ultrasound scans. These scans were performed on 8 healthy
subjects, with 4 different vessel views. These were the CCA, CCA bifurcation, FAB, and the aorta. Each
ultrasound recording included a minimum of 219 frames, from which 30 were randomly selected to be manually
segmented, by two medical imaging experts. These manual segmentations served as a ground truth. This
yields a complete in-vivo dataset of 1770 images. The ultrasound scans were performed by a medical doctor to
achieve the correct views of the vessels. For this purpose the ultrasound system bk3000 (BK Ultrasound, Herlev,
Denmark) was used as well as the two transducers ”10L2w Wide Linear” and ”8L2 Linear” (BK Ultrasound,
Herlev, Denmark). The results are illustrated with 3 colors, where green refers to the manual segmentation, blue
refers to the automatic segmentation and red marks the region where they overlap. The ideal segmentation, thus,
yields an image with only a red color. Fig. 5 shows the result of the segmentation algorithm applied to a CCA
bifurcation, FAB, and aorta along with the manual segmentation. It can be seen that there is a strong agreement,
between the automatic and manual segmentations. The algorithm manages to segment all four types of vessels,
demonstrating its usability in regards to different views.
Proc. of SPIE Vol. 10137  101371P-5
Downloaded From: http://proceedings.spiedigitallibrary.org/ on 03/29/2017 Terms of Use: http://spiedigitallibrary.org/ss/termsofuse.aspx
5E
E 10
15
20
-15 -10 -5 0 5 10 15
Lateral [mm]
5
E 10
.4 15
Q 20
25
-15 -10 -5 0 5 10 15
Lateral [mm]
10
15
Q
30
35
-15 -10 -5 0 5 10 15
Lateral [mm]
{.`' ...
10
15
20
,D. 25
30
35
-15 -10 -5 0 5 10 15
Lateral [mm]
-15 -10 -5 0 5 10 15
Lateral [mm]
5
10
15
20
D
ep
th
[m
m
]
-15 -10 -5 0 5 10 15
Lateral [mm]
5
10
15
20
25
D
ep
th
[m
m
]
Figure 5: Segmentation results of 3 different vessel views. Top: CCA bifurcation. Mid: FAB. Bottom: aorta. The
manual segmentation is marked by green , the automatic segmentation is marked by blue , and the overlap
between the manual and automatic segmentation is displayed by red . The images show a strong agreement between
the manual and automatic segmentation.
Evaluation of the segmentation algorithms performance was carried out, by comparing the automatic and
manual segmentations using 5 different performance metrics. The metrics used to evaluate the results are the
Dice similarity coefficient (DSC), sensitivity, specificity, Hausdorff distance (HD) and mean absolute distance
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(MAD). The Dice similarity coefficient measures the similarity of two shapes. The coefficient ranges from 0 to 1,
where 1 is a perfect agreement and 0 is no agreement. The HD indicates the worst deviation between the manual
and automatic segmentation. It is calculated by finding the smallest distance between the manual and automatic
segmentation for each point, with HD being the largest of these distances. The MAD is calculated as the average
of smallest distances between the manual and automatic segmentation. Box plots showing the results of the
segmentation algorithm in comparison to the manual segmentations can be found in Fig. 6.
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Figure 6: Box plots evaluating the performance of the proposed algorithm applied to the in-vivo dataset. The
whiskers are placed at 1.5 times the interquartile range.
The box-plots of the performance metrics, indicate that there is a strong agreement between the manual and
automatic segmentations performed by the proposed algorithm. Fig. 6 shows that there are occasional frames, in
the form of outliers, where the segmentations are not complete. The overall performance, is summarized in Table
1, showing a sensitivity and specificity mean of above 0.9.
DSC Sensitivity Specificity HD [mm] MAD [mm]
0.9125± 0.116 0.9041± 0.112 0.9793± 0.057 2.98± 3.34 0.56± 0.81
Table 1: Performance metrics for the results of the in-vivo dataset (mean ± standard deviation).
3.1 Performance variation for vessel types
As seen in Fig. 7 the median of DSC is similar for each type of vessel. This suggests that the algorithms
performance is consistent for the four vessel types. The median of sensitivity score is highest for segmentations of
the aorta and lowest for those of the CCA, the opposite relationship is seen for the median of specificity. When
segmenting the aorta, the algorithm is more prone to include parts of the neighboring tissue. The segmentations
of the CCA are more susceptible to leave out parts of the vessel lumen (e.g. see Fig. 5 top). A low HD indicates
a strong similarity between the shapes of the automatic segmentation and the manual segmentation. The median
of HD is lowest for the segmentations of the CCA, which indicates that the false negative pixels are consistently
located all around the edge of the vessel. The relatively higher median of HD score for the aorta and FAB
suggests that the automatic segmentations can exclude small parts of the vessel or include a part of the tissue
bordering the vessel. The median of the MAD is quite similar for all vessels types, but the interquartile range of
the segmentations of the aorta is wider. In general the segmentation algorithm is robust with respect to different
types of vessels.
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Figure 7: Performance metrics for each vessel type. The box-plots to the right are zoomed to show the variation of
the interquartile range between the different vessel views. The whiskers are placed at 1.5 times the interquartile range.
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3.2 Performance variation for transducers
In-vivo data was acquired from the test subjects using two different transducers. Each vessel view was scanned
with both transducers. The performance metrics for both transducers are shown in Table 2. The mean values of
all performance metrics are highly similar for both transducers. This supports the notion that the algorithm is
also robust with respect to choice of transducer.
DSC Sensitivity Specificity HD [mm] MAD [mm]
10L2w Wide Linear 0.9051± 0.139 0.8777± 0.146 0.9900± 0.018 2.76± 2.68 0.48± 0.53
8L2 Linear 0.9197± 0.090 0.9296± 0.054 0.9690± 0.077 3.19± 3.86 0.64± 1.00
Table 2: Performance metrics for the data obtained by the two different transducers (mean ± standard deviation).
4. CONCLUSION
An automatic algorithm for robustly segmenting the vessel lumen in ultrasound scans has been presented, using
the combination of B-mode and power Doppler images. The algorithm was evaluated with respect to manual
segmentations, performed by medical imaging experts. The empirical results exhibited a high level of agreement
between the automatic and manual segmentation. The algorithm achieved a DSC of 91.25± 11.6 %, 90.41± 11.2
% and 97.93± 5.7 % (mean ± standard deviation) for the sensitivity and specificity respectively. It was shown
that there is a minor variation between the different vessel views and choice of transducer. The results presented
in this paper demonstrate the feasibility of automatically and robustly segmenting the vessel lumen in ultrasound
images, using the marker-controlled watershed transform. The proposed algorithm can assist in quantitative
feature extraction, such as the lumen diameter.
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